INTRODUCTION {#sec1-1}
============

A precise fit between an implant body and an abutment as well as between an implant abutment and superstructure are important factors in determining the long-term success of an implant-supported prosthesis. Thus, when the fit is not satisfactory, tensile, compressive, and torsional stresses may be introduced into the prosthesis.\[[@ref1]\] This may result in loss of osseointegration, loosening of the prosthesis or abutment screws, distortion or breakage of prosthesis, microfractures in the bone surrounding the implant, or fracture of implant body.\[[@ref1]\] Watanabe *et al*. proposed that 90% of the contact surfaces between an abutment and its superstructure will have a gap within the range of 30-micron meter, which is too small to be clinically detectable.\[[@ref2]\] Therefore, the cast framework that seems to fit well upon visual examination could undergo distortion or deformation of the contacting surface during the tightening of the prosthesis as well as induce stresses on the bone surrounding the implant.\[[@ref3]\] Obtaining passive fit in a long-span prosthesis is a challenge, and various methods have been developed to improve the fit between abutment and its superstructure such as sectioning and joining method (one-piece cast superstructure is cut into pieces corresponding to each abutment and then pieces are reassembled and joined) and use of IMZ "passive-fit system" (utilizes fastening screws, sleeves, plastic sleeves, and titanium coping).\[[@ref4]\] The objective of this study was to investigate the strain produced in the bone surrounding implants when the long-span implant-supported prostheses were fabricated using one-piece casting method and to compare it with the strain generated when prostheses were sectioned and reunited by various techniques, namely, soldering, arc welding, and laser welding. The hypothesis of the study was that there is no difference between the peri-implant strain generated on the bone before and after sectioning and joining the long-span implant-supported prosthesis irrespective of the joining technique used.

MATERIALS AND METHODS {#sec1-2}
=====================

Preparation of the specimen {#sec2-1}
---------------------------

Specimen consisting of a 10-mm thick flat base and a rim simulating a mandibular edentulous ridge was fabricated in modeling wax \[[Figure 1](#F1){ref-type="fig"}\]. This was duplicated in heat-cured acrylic resin. 4-mm holes were drilled in the following tooth positions; 36, 33, 43, 46 using tungsten carbide bur (4 mm diameter). Make it simple, implant analogs of dimension 3.75 mm × 11.5 mm were placed in the holes and they were secured in place with autopolymerizing acrylic resin \[[Figure 2](#F2){ref-type="fig"}\]. University of California, Los Angeles (UCLA) abutment was attached to the implant fixture. All the abutments were fixed to the implant with a torque of 35 Ncm using torque wrench. Implant-supported screw-retained fixed prosthesis framework was fabricated in nickel-chromium alloy connecting all the four implant analogs \[Figures [3](#F3){ref-type="fig"} and [4](#F4){ref-type="fig"}\]. All the prostheses were fixed to the abutment with a torque of 35 Ncm using a torque wrench.

![Wax for of simulated mandibular model](JIPS-17-388-g001){#F1}

![Heat-cured acrylic model with implants](JIPS-17-388-g002){#F2}

![Screw-retained implant-supported prosthesis](JIPS-17-388-g003){#F3}

![Mandibular model with the prosthesis](JIPS-17-388-g004){#F4}

Eight strain gauges (resistance 350 ohms, length 3 mm, factor 2.01) were attached to the acrylic model mesial and distal to the implants \[[Figure 5](#F5){ref-type="fig"}\]. All the strain gauges were set to zero. Strain gauges were numbered according to their position next to the implant. Six similar models were made.

![Model with strain gauges](JIPS-17-388-g005){#F5}

Strain gauge fixed distal to the right first molar implant (46)Strain gauge fixed mesial to the right first molar implant (46)Strain gauge fixed distal to the right canine implant (43)Strain gauge fixed mesial to the right canine implant (43)Strain gauge fixed mesial to the left canine implant (33)Strain gauge fixed distal to the left canine implant (33)Strain gauge fixed mesial to the left first molar implant (36)Strain gauge fixed distal to the left first molar implant (36).

Grouping specimens {#sec2-2}
------------------

Six specimens were grouped into three - A, B, C with each group consisting of two specimens, according to the joining methods used, i.e., soldering, arc welding, laser welding.

Measurement of the strain {#sec2-3}
-------------------------

A load of 400 N was applied for a period of 10 s on the prosthesis using universal testing machine. A steel plate of 50 mm diameter was used to ensure uniform contact of the prosthesis during load application. Resultant strain was recorded with respect to each strain gauge.

Sectioning of the prosthesis {#sec2-4}
----------------------------

All the prosthesis were sectioned between 36 and 33, 33 and 43, and 43 and 46 \[[Figure 6](#F6){ref-type="fig"}\] using 35 micrometer carborundum disc, and strain was measured in each strain gauge after applying a load of 400 N on the sectioned prosthesis for 10 s.

![Sectioned implant-supported prosthesis](JIPS-17-388-g006){#F6}

Joining of the prosthesis {#sec2-5}
-------------------------

Sectioned specimens of groups A, B, and C were united by arc welding, soldering, and laser welding, respectively. After joining, a load of 400 N was applied on each prosthesis for a period of 10 s and the resultant strain was recorded in each strain gauge \[[Figure 7](#F7){ref-type="fig"}\].

![Load application on the model using universal testing machine](JIPS-17-388-g007){#F7}

RESULTS {#sec1-3}
=======

Results of the present study are given in the following tables. [Table 1](#T1){ref-type="table"} consists of the peri-implant strain values before sectioning of the prostheses. [Table 2](#T2){ref-type="table"} consists of the strain values after sectioning of the prostheses. Tables [3](#T3){ref-type="table"}--[5](#T5){ref-type="table"} consists of the strain values after joining of the sectioned prostheses by arc welding, soldering, and laser welding, respectively. Table [6](#T6){ref-type="table"}--[10](#T10){ref-type="table"} contains mean and standard deviation before sectioning, after sectioning, after arc welding, after soldering and after laser welding the prostheses respectively.

###### 

Peri-implant strain generated in the mandibular model before sectioning of the prostheses (microstrain)

![](JIPS-17-388-g008)

###### 

Peri-implant strain generated in the mandibular model after sectioning of the prostheses (microstrain)

![](JIPS-17-388-g009)

###### 

Peri-implant strain generated in the mandibular model after joining the sectioned prostheses by arc welding (microstrain)

![](JIPS-17-388-g010)

###### 

Peri-implant strain generated in the mandibular model after joining the sectioned prostheses by soldering (microstrain)

![](JIPS-17-388-g011)

###### 

Peri-implant strain generated in the mandibular model after joining the sectioned prostheses by laser welding (microstrain)

![](JIPS-17-388-g012)

###### 

Mean and standard deviation before sectioning the prostheses

![](JIPS-17-388-g013)

###### 

Mean and standard deviation after sectioning the prostheses

![](JIPS-17-388-g014)

###### 

Mean and standard deviation after arc welding the prostheses

![](JIPS-17-388-g015)

###### 

Mean and standard deviation after soldering the prostheses

![](JIPS-17-388-g016)

###### 

Mean and standard deviation after laser welding the prostheses

![](JIPS-17-388-g017)

Statistical analysis {#sec2-6}
--------------------

The statistical analysis was performed using the one-way analysis of variance (ANOVA) and Scheffe\'s *post hoc* test. The results of the statistical analysis are tabulated from [Table 11](#T11){ref-type="table"}.

###### 

Multiple comparisons (Scheffe\'s *post hoc* test)

![](JIPS-17-388-g018)

Test of normality (Shapiro--Wilk) showed a normal distribution (*P* \> 0.05). Hence, parametric test, one-way ANOVA, and Scheffe\'s *post hoc* were performed.

The mean difference was significant at the 0.05 level which means that *P* ≤ 0.05 (significant) is considered as statistically significant.

DISCUSSION {#sec1-4}
==========

Precise fit between the abutments and superstructure is an important factor in determining the long-term success of an implant-supported prosthesis. Passive fit though desirable is not clinically obtainable. Passive fit means that framework induces zero strain on the implant and the surrounding bone in the absence of an external load.\[[@ref3]\] The clinical and laboratory procedures employed in the fabrication of framework are inadequate to provide a passive fitting superstructure. When the passivity in superstructure is not achieved, forces are generated in the bone around the implant which may result in loosening of the prosthesis or abutment screws and fracture of the framework or implant body.\[[@ref5]\] Watanabe *et al*. stated that such a situation may even lead to loss of osseointegration.\[[@ref2]\] According to Vasconcellos *et al*., when an occlusal load is applied on an implant-supported prostheses, the load is partially transferred to bone, with the highest stress occurring in the peri-implant area.\[[@ref6]\] Therefore, the cervical region of implant is the site where the greatest microdeformation occurs independent of the type of bone, the design of implant, the configuration of prosthesis, and the type of load applied. Himmlová *et al*. stated that bone strain above 3000 microstrains may be unfavorable for the bone leading to a hypertrophic response and bone strain above 4000 microstrains may cause overloading followed by bone loss.\[[@ref7]\] Complete passivity in one-piece casting is hard to achieve, but improvement in the fit of implant-supported framework can be achieved by sectioning the framework and then reuniting the sectioned framework.\[[@ref8]\] The need for this study was to develop a clinical approach to reduce the stresses induced on the bone surrounding the implant since these stresses on exceeding the physiological limit of the bone can cause crestal bone loss and loss of osseointegration. This study was done to evaluate the strain developed in simulated mandibular model before and after the joining of an implant-supported screw-retained prosthesis by different techniques.

Specimens simulating mandibular edentulous ridge were fabricated in heat-cured acrylic resin. Heat-cured resin was used for fabricating the models as its modulus of elasticity is closer to natural cancellous bone.\[[@ref9][@ref10][@ref11]\] The models were designed with a slit in the center of the base to simulate the L-shape and the flexion of the mandible. Implant analogs of dimension 3.75 mm × 11.5 mm were placed in the following tooth positions; 36, 33, 43, 46. UCLA abutments were fixed to the implants. Implant-supported screw-retained fixed prostheses were fabricated in cobalt-chromium alloy and were fixed to the implants with a torque of 35 Ncm using torque wrench. Strain gauges were bonded to the acrylic models mesial and distal to each implant to record peri-implant strain on application of load. Six similar models were fabricated. 400 N of load was applied over the prostheses for a duration of 10 s using universal testing machine, and strain was measured, as in a previous study done by Vasconcellos *et al*.\[[@ref6]\] All the prosthesis were sectioned at the area between 36 and 33, 33 and 43, and 43 and 46 using 35 μm thin carborundum disc, and strain were measured after application of load on the sectioned prosthesis.\[[@ref12]\] Specimens were reunited under three groups, namely, arc welding, soldering, and laser welding after which they were subjected to load and strain were measured. The results were subjected to one-way ANOVA to detect statistically significant difference. When sectioning and reuniting of the superstructure was done, a significant difference was observed in the magnitude of strain between the one-piece cast method and various uniting methods. In the present study, lowest mean strain values were observed in models with sectioned prostheses (125--230 microstrains) in all the strain gauges. Whereas, models before sectioning of the prostheses showed the highest mean strain values (435--890 microstrains). Among the three joining techniques, lowest mean strain values were observed when the sectioned prostheses was reunited using laser welding technique (173--260 microstrains) whereas the prostheses reunited by arc welding showed the highest mean strain values (250--385 microstrains). Mean strain values for prostheses reunited by soldering were found to be 227-335 microstrains. Similar results were obtained in a study done by Watanabe *et al*. in which they compared the peri-implant strain generated by frameworks fabricated by one-piece casting and soldering.\[[@ref2]\] Higher mean strain values were obtained in frameworks fabricated by one-piece casting method when compared to frameworks which were sectioned and then reunited using soldering technique. Mendes *et al*. also observed higher strain in one-piece casting (−355 microstrains) when compared to soldering technique (−0.698 microstrains).\[[@ref13]\]

Costa *et al*. conducted a study to compare the misfit of framework fabricated by one-piece casting and cast in sections followed by laser welding and brazing.\[[@ref14]\] Based on the results of the study, they concluded that less distortion in framework was observed when they were cast in sections and reunited by laser welding. They stated that the probable reason for the least strain generated by employing laser welding technique to reunite the sectioned prosthesis could be a small heat affected zone in the metal and the lesser amount of material added to the welded region which reduces the volume of metal that is going to contract on cooling, thus leading to less distortion of welded framework. Whereas in soldering and arc welding technique, greater heat affected zone is formed in metal causing more distortion when compared to laser welding technique. Barbi *et al*. also conducted a study to compare three different joining techniques, namely, laser welding, brazing, and tungsten inert gas welding by measuring the resulting marginal misfit in a simulated prosthetic assembly.\[[@ref15]\] He concluded that the method used for joining Co-Cr prosthetic structures had an influence on the resulting passive fit. Frameworks joined by the tungsten inert gas method produced better mean results than did the brazing or laser welding method. The fit of a framework is determined by the impression method and the material, the dimensional stability of master cast and the fabrication process of the prostheses.\[[@ref16][@ref17][@ref18]\] The latter is especially important when fabricating a framework by means of lost-wax method. Wax has the highest coefficient of thermal expansion of all dental materials and its dimensional stability is subject to any temperature changes.\[[@ref19]\] During investing and casting, distortion occurs which are difficult to eliminate. If an appropriate protocol is followed, the distortion caused by the aforementioned factors is probably small and clinically insignificant.\[[@ref20][@ref21]\] However, a combination of distortion in different dimensions can result in significant misfit at the abutment-implant interface which can generate strain in the bone around the implants.\[[@ref22][@ref23]\] Barbosa *et al*. stated that any misfit of the prosthesis in relation to the implant will generate external stresses in the prosthesis, implant, and bone, and a rigid and accurate connection between prosthesis and implant is needed for the success of implant-supported prosthesis.\[[@ref24]\] The results of the present study are consistent with the concept that it is unlikely that a perfect passive prosthesis might exist because the act of torque application transfers some strain to the abutment and/or bone.

According to the methodology used and based on the results obtained, it was concluded that highest strain value was observed in all strain gauges when single-unit prosthesis was subjected to load whereas least strain was observed when the prosthesis was sectioned and then subjected to load. Increase in strain value was observed in the strain gauges when the sectioned prosthesis was joined by any of the methods and subjected to load, but the values were below those obtained with single-unit prosthesis. Based on the results of this study, the hypothesis of the study was rejected and it was recommended that any long-span implant prosthesis should be sectioned and then reunited preferably by laser welding technique to control the peri-implant strain generated in the surrounding bone.

CONCLUSIONS {#sec1-5}
===========

The following conclusions were drawn from the present study:

Highest strain value was observed in all the strain gauges when single-unit prostheses were subjected to load whereas least strain was observed when the prostheses were sectioned and then subjected to loadIncrease in strain value was observed in the strain gauges when the sectioned prostheses were joined and subjected to load, irrespective of the technique used (arc welding, soldering, and laser welding), but the values were below those obtained with single-unit prosthesesAmong the three techniques used for the joining of sectioned prostheses, least strain was observed in all the strain gauges when laser welding was used whereas highest strain was observed when arc welding technique was usedLong-span implant prosthesis has to be sectioned and united to control the strain generated in bone around the implants.
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